Original article

EOS analysis of lower extremity segmental torsion in children and young adults

E. Gaumétoù a, *, S. Quijano b, 2, B. Ilharreborde a, 1, A. Presedo a, 1, P. Thoreux b, 2, K. Mazda a, 1, W. Skalli b, 2

a Service de chirurgie orthopédique pédiatrique, université Paris-Diderot, Paris 7 University, hôpital Robert-Debré, AP-HP, 48, boulevard Sévérine, 75019 Paris, France
b Biomechanics laboratory, Arts et Métiers ParisTech, 151, boulevard de l'Hôpital, 75013 Paris, France

A R T I C L E   I N F O

Article history:
Accepted 13 September 2013

Keywords:
Femoral torsion course
Tibial torsion course
Lower limb torsion EOS 3D reconstructions
Skeletal imaging
Child

A B S T R A C T

Introduction: Lower limb torsion varies substantially among healthy children during growth. Values reported in the literature to date have been obtained using semi-quantitative clinical or 2D measurement methods. Quantitative 3D measurement would help determine the physiological range of lower limb torsion. Low-dose stereoradiography with 3D reconstruction provides a good alternative. Its use increases in pediatrics because of radiation minimization. Previous studies have shown accurate and reproducible results of lower limbs reconstruction in adults and children but the torsional parameters haven’t been measured yet. The present study reports the values of lower limb segmental torsion and its course during growth in a cohort of healthy children and young adults using the EOS low-dose biplanar X-ray.

Hypothesis: EOS 3D reconstruction is an accurate and reproducible method to measure the torsional parameters in children.

Materials and methods: Femoral torsion (FT) and tibial torsion (TT) were studied on 114 volunteers (228 lower limbs) from 6 to 30 years of age divided by age into 5 groups. The EOS™ acquisitions were obtained in subjects standing with their feet offset.

Results: Mean FT decreased during growth, passing from 21.6° to 18°, whereas mean TT increased from 26.8° to 34.7°. There was a statistically significant difference between the 2 extreme age groups, but no difference was found between any other age groups. The ICC for intra-observer reproducibility was 0.96 and 0.95 for FT and TT for the first operator, and 0.79 and 0.83 for the second operator respectively. The ICC for inter-observer reproducibility was 0.84 and 0.82 respectively.

Discussion: The course of lower limb segmental torsion observed was consistent with literature reports based upon clinical and 2D measurements. 3D reconstruction of EOS low-dose biplanar imaging appears to be a safe and reliable tool for lower limbs measurements, especially for investigating lower limb segmental torsion in children and adults.

Level of evidence: Level IV.

© 2013 Published by Elsevier Masson SAS.

1. Introduction

Lower limb torsion varies substantially among healthy children during growth. Femoral torsion is in-between 35°–41° at birth and declines gradually until reaching a mean of 12°–15° at adulthood. Tibial torsion is internal torsion at birth changing gradually to a mean of 19° of external torsion at adulthood, with great variations [1]. Disorders during growth or disease can result in malalignment and lower limb torsional abnormalities. The diagnosis and treatment should be based on accurate measurements [2]. Rotational problems have often been ignored because being more difficult to measure than frontal-plane and sagittal-plane deformities [3,4]. The only previous literature values of normal torsional course with growth were determined using semi-quantitative clinical measurement methods [3,5–9]. Radiographic measurement methods are rarely used because of their complexity and lack of reproducibility [10–12]. Computed tomography (CT) is the current gold standard for quantitative 3D measurement, but its use is limited, particularly in children, because of ionizing radiation [2,13–22]. The radiation exposure does not allow either repeated 3D examinations for
follow-up, or full-body 3D modeling [23–25]. In addition, CT-scan imaging is performed with the patient in a reclining position, where inter-articular compensation mechanisms are hardly measurable [26]. Low-dose stereoradiography with 3D reconstruction provides a fast and accurate alternative, providing a full-length weight-bearing biplanar X-ray in less than 20 seconds [4,26]. Its use increases in pediatrics because of X-rays exposure 800 to 1000 times inferior to CT-scan [4,27–30]. Published studies had shown accurate and reproducible results of lower limbs reconstruction in adults and children [25,26,31]. The torsional parameters haven’t been studied yet in children. The goal of this study was to measure physiological lower limb torsional values and their course during growth in a healthy population of children and young adults using EOS biplanar X-rays with 3D reconstruction.

We hypothesized that EOS 3D reconstruction is an accurate way to measure the torsional parameters in children.

2. Material and methods

2.1. Radiological parameters

The parameters determined were femoral torsion (FT) and tibial torsion (TT). Femoral torsion is also designated femoral anteverision, i.e. the angular difference between the axis of the femoral neck and the bicondylar axis of the distal femur, both projected on a plane perpendicular to the shaft axis. Tibial torsion is the angle between the proximal tibial bicondylar axis and the bimalleolar axis, projected on a plane perpendicular to the shaft axis.

2.2. Patients

The population consisted of 114 healthy volunteers (228 lower limbs), from 6 to 30 years old. They have been divided by age into 5 groups, 6–7 years, 8–9 years, 10–12 years, 13–15 years and 16–30 years. All had low-dose biplanar X-rays using the EOS system (EOS\textsuperscript{TM} Imaging, France). These data acquisitions were from the database of the Arts et Métiers, ParisTech. All patients were prospectively included after IRB approval. All of these lower limbs were asymptomatic.

2.3. Acquisitions and 3D reconstructions

Acquisitions were performed according to the shifted-feet standing position protocol, in which the patient is positioned so as to simplify the process of bony structures recognition [26]. Three-dimensional reconstructions were performed using idefx 4.8.4. The fast 3D reconstruction method was utilized with rapid adjustments for measurement of torsion, previously described and validated by Chaibi et. al [26]. This method allows obtaining a 3D simplified personalized parametric model. Then the model could be corrected to obtain a full 3D morpho-realistic personalized parametric model of the lower limb (Fig. 1). The clinical measurements are automatically extracted from the final envelope. The same specifically trained operator performed all 3D reconstructions. Two studies were performed to assess operator qualification. The first one aimed at assessing the intra-observer reproducibility. Two reconstructions were achieved by the first author in 6 10– to 12-year-old subjects. The second one was conducted to validate inter-observer reproducibility. Radiographs from 12 patients, randomly chosen in the 6 to 12 age category, were reconstructed 3 times by 2 operators. Among the two operators, one was senior pediatric orthopaedic surgeons (operator 1, who followed a practical course with examination), and one was experienced with the method (operator 2).

2.4. Statistical analysis

Student t-tests and Mann-Whitney tests were used to compare subgroup values of FT and of TT. The threshold for significance was $P<0.05$. Inter-observer and intraobserver reproducibility was assessed by computing the intraclass correlation coefficient (ICC).

3. Results

Torsional values are reported in Table 1. There was a statistically significant difference between the 2 extreme age groups regarding both parameters but no difference was found between consecutive age groups. During growth, femoral torsion decreased ($P=0.01$) and tibial torsion increased ($P=0.0006$). Torsional course is represented in Fig. 2. The mean FT in the whole population of this study was $18\,^\circ \pm 9\,^\circ$ and mean TT was $31\,^\circ \pm 8\,^\circ$.

The results of the intra-observer reproducibility study showed good intra-observer reproducibility with 2.9\, variation of femoral torsion and 4.1\, variation of tibial torsion. The ICC for the intra-observer reproducibility was 0.96 and 0.95 for FT and TT respectively for the first operator, and 0.79 and 0.83 respectively for the second operator. The ICC for inter-observer reproducibility was 0.84 and 0.82 respectively.

Time reconstruction was about 10 minutes for 2 lower limbs.

Fig. 1. Different steps of the reconstruction method: a) biplanar X-ray before 3D reconstruction; b) the operator was asked to adjust 3 circles representing the projection of the femoral head and the femoral condyles on both X-ray radiographs. Those projections were optimized by semiautomatic identification of a few anatomical landmarks, permitting computation of an initial model that was superimposed on the X-ray; c) further adjustments were made, so as to adjust the contours to the anatomical landmarks; d) 3D lower limb obtained were automatically calculated.
Table 1
Torsion values for each group of the study (degrees).

<table>
<thead>
<tr>
<th></th>
<th>6–7 years</th>
<th>8–9 years</th>
<th>10–12 years</th>
<th>13–15 years</th>
<th>16–30 years</th>
</tr>
</thead>
<tbody>
<tr>
<td>N lower limbs</td>
<td>34</td>
<td>22</td>
<td>96</td>
<td>32</td>
<td>44</td>
</tr>
<tr>
<td>Mean age</td>
<td>6.6</td>
<td>8.9</td>
<td>10.9</td>
<td>14.1</td>
<td>23.3</td>
</tr>
<tr>
<td>Mean FT ± SD</td>
<td>21.6 ± 10</td>
<td>19.4 ± 6.4</td>
<td>19 ± 9</td>
<td>15.3 ± 8</td>
<td>18 ± 9.1</td>
</tr>
<tr>
<td>(Minima–Maxima)</td>
<td>(0.6–39.5)</td>
<td>(9.3–34)</td>
<td>(2.8–38.7)</td>
<td>(4.9–40.4)</td>
<td>(0.2–36.8)</td>
</tr>
<tr>
<td>Mean TT ± SD</td>
<td>26.8 ± 6.6</td>
<td>25.9 ± 6.7</td>
<td>29.6 ± 6.3</td>
<td>32.8 ± 8.3</td>
<td>34.7 ± 7.8</td>
</tr>
<tr>
<td>(Minima–Maxima)</td>
<td>(11.7–45)</td>
<td>(10.5–37.3)</td>
<td>(12.6–44.8)</td>
<td>(12.3–57.9)</td>
<td>(19.8–51.6)</td>
</tr>
</tbody>
</table>

SD: standard deviation; FT: femoral torsion; TT: tibial torsion.

Fig. 2. Torsional profile evolution with growth for femoral torsion (FT) and tibial torsion (TT).

4. Discussion

The values of lower limb segmental torsion during the course of growth measured in the present study with this new imaging technique are consistent with the evolution of these values previously reported in the literature [3,5,6,8,9,11,32].

4.1. Femoral torsion

The present study confirms the decrease in femoral torsion during growth (Table 2). Comparison is difficult because of the differences in radiographic protocols (Tables 2 and 3). Using the Netter technique of clinical measurement [9,11] in 1319 healthy school children, Jacquemier et al. [5] observed that mean FT ranged from 21° at 5 years to 9.5° at 10 years of age in boys, and from 37° at 5 years to 16.7° at 10 years of age in girls. Bedouelle [9] prospectively studied the course of FT in children and described four different evolutive profiles, in three of which torsion reversed spontaneously during growth, two gradually and one step by step. Fabry et al. [6] reported the course of femoral anteversion in 432 healthy children. Using 2D radiological measurements, they reported a mean anteversion of 26.7° at 5 years, decreasing to 15.3° at 16 years of age. CT or MRI measurements have been reported only in adults and slice orientation for calculating 3D angles is problematic with these examinations [7,8,33]. Mean FT ranged from 10° [33] to 16° [7,8] in those studies, findings that appear underestimated compared with the present results.

4.2. Tibial torsion

The course of tibial torsion observed in the present study was consistent with literature data showing that external rotation increases with age until 13–15 years and remained in the ranges observed in different publications (Table 3). Jacquemier et al. [5] found that TT, defined as the angle between the transmalleolar axis and the coronal plane, was relatively stable with an increase from 35° at 5 years to 36° at 10 years of age, in both the females and males. However, using torsiometer measurements, Hutchins et al. [34] observed an increase in TT of 7° in boys and 4° in girls between 5 and 25 years of age. Staheli et al. [3] reported a similar increase between birth and 10 to 15 years of age. At completion of growth, TT stabilized at an average of 23° ranging from 0° to 45°, regardless of the age interval. They confirmed that the tightfoot angle was less accurate than the transmalleolar axis because of foot deformities (hindfoot varus or valgus, foot adduction or abduction). The wide range of values found in the literature can be partly explained by the various assessment methods [5], and a larger use of low-dose biplanar X-ray might eliminate this bias in the future.

Table 2
Comparison with literature values for femoral torsion (in degrees).

<table>
<thead>
<tr>
<th></th>
<th>Current (EOS)</th>
<th>Jacquemier (Clin)</th>
<th>Fabry (X-rays)</th>
<th>Schneider (MRI)</th>
<th>Jend (CT)</th>
<th>Goutallier (CT)</th>
<th>Duparc (CT)</th>
</tr>
</thead>
<tbody>
<tr>
<td>FT</td>
<td>5 years</td>
<td>21.6</td>
<td>21 (M)/37 (F)</td>
<td>26.7</td>
<td>10.4</td>
<td>15.2 ± 12</td>
<td>15.3</td>
</tr>
<tr>
<td></td>
<td>7 years</td>
<td>21.6</td>
<td>16 (M)/31 (F)</td>
<td>23.2</td>
<td>15.4</td>
<td></td>
<td>16</td>
</tr>
<tr>
<td></td>
<td>8 years</td>
<td>19.4</td>
<td>12 (M)/26.7 (F)</td>
<td>21.3</td>
<td>15.3</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>10 years</td>
<td>19</td>
<td>9.5 (M)/16.7 (F)</td>
<td>20.9</td>
<td>15.3</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>12 years</td>
<td>19</td>
<td></td>
<td>19.9</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>13 years</td>
<td>15.3</td>
<td></td>
<td>20</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>15 years</td>
<td>15.3</td>
<td></td>
<td>15.4</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>16 years</td>
<td>15.3</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>30 years</td>
<td>18</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

method, reliable, inexpensive, reproducible and three-dimensional on subjects in physiological standing position \[4,25,26\]. The radiation exposure is very limited, allowing its use for children follow-up. The measurements made are independent of the position of the patient in the cabin and of the operator experience. There is no magnification error. It allows the visualization of the entire limb and spine at the same time.

### 4.4. Limitations of the study

One limitation of the present study was the arbitrary choice of age groups. A more judicious choice of age groups might exist, and separation by gender might have been more enlightening. The patients could also have been classified according to skeletal maturity, for example using Risser index, which is easily assessed with EOS. Future prospective longitudinal studies could clarify the course of FT and TT in relation to skeletal growth.

The current reconstruction method still has some limitations, especially regarding young children with immature skeletons. As a matter of fact, the statistical model applied to the child in order to obtain a patient specific 3D reconstruction is derived from an adult database. Presedo et al. [31] investigated the feasibility of the EOS technique in children 5 years of age or older, and reported some inaccuracy and lack of reproducibility due to the absence of femoral head sphericity and to the incomplete ossification of the internal malleolus, in the 6–7 year group (Figs. 3 and 4). This suggests the need to further develop the model to extend reconstructions to specific anatomies.

Validating the use of EOS in children would have required a comparison between torsional values obtained from EOS and CT-Scans, but the dose of irradiation delivered for the CT-scan acquisitions precludes its use in young healthy children. Thus the only alternative left was comparison with literature data.

### 4.5. Reproducibility

The results obtained in the inter-intra-observer reproducibility study are within the margins of previously published values [26]. The ICC intra-observer for FT varies in-between 0.79–0.96 and 0.83–0.95 for TT, based on the operator experience with the reconstruction method. The ICC inter-observer is consistent with the article of Folinais et al. [35] which obtained an inter-observer

---

**Table 3**

Comparison with literature values for tibial torsion (in degrees).

<table>
<thead>
<tr>
<th>TT</th>
<th>Current(EOS)</th>
<th>Jacquemier (Clin)</th>
<th>Staheli (Clin)</th>
<th>Hutchins (Clin)</th>
<th>Schneider (MRI)</th>
<th>Jend (CT)</th>
<th>Goutallier (CT)</th>
<th>Duparc (CT)</th>
</tr>
</thead>
<tbody>
<tr>
<td>5 years</td>
<td>26.8</td>
<td>35</td>
<td>12–20</td>
<td>10</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>7 years</td>
<td>26.8</td>
<td>33</td>
<td>12–20</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>8 years</td>
<td>25.9</td>
<td>34</td>
<td>20–25</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>10 years</td>
<td>29.6</td>
<td>36</td>
<td>25–30</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>12 years</td>
<td>29.6</td>
<td>25–30</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>13 years</td>
<td>32.8</td>
<td>25–30</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>15 years</td>
<td>32.8</td>
<td>25–30</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>16 years</td>
<td>34.7</td>
<td>25–20</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>30 years</td>
<td>34.7</td>
<td>23</td>
<td>17.4 (M)/13.9 (F)</td>
<td>41.7</td>
<td>40 ± 9</td>
<td>24.9</td>
<td>27.7 ± 11</td>
<td></td>
</tr>
</tbody>
</table>

M: male; F: female; Clin: clinical; TT: tibial torsion.

---

**Fig. 3.** Hip biplanar X-ray at 6 years. Black arrows show the zones with a poor definition: the lesser trochanter is not visible, the femoral head is not round and the femoral neck appears thicker than normal.
The authors declare that they have no conflicts of interest concerning this article.

Disclosure of Interest

Although the limitations previously mentioned, the EOS 3D reconstruction method based on low-dose digital X-ray images is a good way to obtain the results consistent with the results obtained from the clinical measurements. This method is useful for investigating longitudinal abnormalities in various disorders such as leg-length discrepancies, cerebral palsy, or lower limbs congenital pathologies.

Fig. 4. Anteroposterior X-ray in a 6-year-old child. Black arrows show the zone with a poor definition due to incomplete calcification.

References